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Abstract 

Background: Removal of oral biofilm from the oral mucosa is essential for preventing risk of respiratory and gastro-
intestinal infection in elderly people. Currently, no device is available which can remove oral biofilm from oral mucosa 
effectively and safely. Therefore, the effectiveness and safety of the Micro Scale Mist UNIT (MSM-UNIT), a newly 
developed dental plaque removal device utilizing high speed sprays of fine water droplets, were evaluated for biofilm 
removal, including the rate and surface roughness for simulated tooth surface and mucous membrane.

Methods: Simulated tooth and oral mucosa coated with an artificial biofilm of Streptococcus mutans were used for 
evaluation of effectiveness, with uncoated substrates as the controls. The MSM-UNIT and a conventional air ablation 
device were operated under recommended instructions. The effectiveness was evaluated from the rate of removal of 
the biofilm, and the safety was evaluated from the damage observed by scanning electron microscope and surface 
roughness.

Results: The biofilm removal rate of the MSM-UNIT was significantly higher than that of AIRFLOW. Little damage was 
observed in the area treated by the MSM-UNIT. The surface roughness of the MSM-UNIT treated area on simulated 
tooth surface and oral mucosa showed no significant difference to the control area. In contrast, cracks and powder 
were observed in the area treated by AIRFLOW. In particular, the surface roughness of the AIRFLOW treated area for 
Toughsilon was significantly larger than that of the control.

Conclusions: The MSM-UNIT could be used safely and effectively for removing biofilm not only on simulated tooth 
surfaces but also simulated mucous membrane. The MSM-UNIT has no harmful effect on teeth or oral mucosa, and 
may be used for comprehensive oral care for patients during nursing care and the perioperative period.
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Background
Oral biofilm such as dental plaque is a mass of bacteria 
and their polysaccharide metabolites firmly attached 
to the tooth surfaces, tongue, and cheek mucosa. Oral 

biofilm is the cause of dental caries and periodontal dis-
ease [1] and also a cause of aspiration pneumonia, endo-
carditis, and fever [1, 2]. Removal of oral biofilm helps to 
prevent respiratory infections and gastrointestinal infec-
tions in elderly people requiring long-term nursing care 
[3–5], as well as reduce the infection risk of hospital-
ized patients [6], shorten the period until discharge, and 
improve the quality of life [7]. However, current cleaning 
methods based on toothbrushes and auxiliary cleaning 
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tools such as water jets [8] requires training and skill of 
the patients and caregivers. In addition, biofilm forms 
on the oral mucosa [9]. In particular, oral membranous 
substances were frequently observed in bedridden elderly 
persons without oral intake and with nursing care, being 
composed of inflammatory cells and bacteria [10–12]. It 
can be considered that these substances are types of bio-
film and difficult to remove.

While air flow devices, which deliver powders of hard 
material and water through air flow, have been devel-
oped to treat gingivitis and periodontitis [13–19], they 
are only approved for cleaning dental biofilm on tooth 
surfaces and around periodontal tissue. No approval has 
been obtained for cleaning oral biofilms on the entire oral 
mucosa of patients. Cleaning of adhered oral biofilm on 
the oral mucosa is associated with risk of damaging the 
mucosa and aspiration, and thus taxing to both physical 
and mental stress of caregivers.

Recently we developed a technique for the simple and 
safe removal of oral biofilm based on fine water drop-
lets sprayed at high speed (few m/sec) onto the tooth 
surface and oral mucosa [20]. Water droplets of aver-
age diameter 40  μm were produced at the outlet of the 
handpiece from water pumped at high pressure (2 MPa) 
and blasted through the nozzle with the aid of air pres-
sure (9 MPa). The greatest advantage of this technology 
is the removal of biofilm at low power to avoid mucosal 
pain and injury, as water droplets with micro diameter 
(about 40 μm) have extremely low mass despite their high 

kinetic energy. Our device operates on markedly different 
principles to the high-pressure water flow of a conven-
tional water jet, and so has no harmful effect to either the 
teeth or the oral mucosa. We have named our device the 
“Micro Scale Mist UNIT” (MSM-UNIT) (Fig.  1). Fluid 
science study has revealed that the dominant mecha-
nism of artificial plaque removal is most likely the kinetic 
impact of fine droplets displacing the biofilm more so 
than shear stress breaking the coating [20]. The aim of 
our study was to obtain clinical approval of MSM-UNIT 
for use as a medical device. The first step to obtaining 
approval is the evaluation of the effectiveness and safety 
of the device for not only teeth but also oral mucosa 
in vitro, which were the main focuses for designing this 
device.

Therefore, this study evaluated the effectiveness and 
safety of the MSM-UNIT device in vitro, using an artifi-
cial biofilm model on a simulated tooth surface and oral 
mucosa.

Methods
Fabrication of artificial tooth and mucosa model
Slide glass (Aslab Super White Glass Micriscope Slides, 
ASONE, Osaka, Japan) was used as the simulated tooth 
surface model. Toughsilon (TSG-E10, TANAC Co., Ltd., 
Gifu, Japan) and Sofreliner (Medium Soft, Tokuyama 
Dental Corp., Tokyo, Japan) bonded onto plastic slide 
glass (Plastic slide glass, KENIS LIMITED, Osaka, Japan) 
were used as the simulated oral mucosa model.

Fig. 1 Photographs of our device named “Micro Scale Mist UNIT” (MSM-UNIT) showing the handpiece (a), spraying with the handpiece (b), and the 
main body of the MSM-UNIT (c)
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Toughsilon was chosen for modeling relatively soft 
regions, such as buccal and the soft plate, and Sof-
reliner for relatively hard regions, such as the back of 
the tongue and palate. The elastic moduli measured by 
the softness sensor SOFTGRAM (SHINKO DENSHI 
CO., LTD, Tokyo, Japan) were 1.4  MPa for Sofreliner 
and 0.4  MPa Toughsilon gel, respectively. The elastic 
moduli of the mucous membrane reported in the litera-
ture is 2.42 ± 0.84 MPa on average for hard regions and 
0.98 ± 0.49  MPa for soft regions [21]. Therefore, the 
chosen materials had similar elastic moduli and could 
be obtained easily, aiding the reproducibility of the 
experiment.

Slide glass was sterilized in an autoclave. Toughsi-
lon gel and Sofreliner were disinfected by immersion 
in 76.7–81.4 volume% ethanol (FUJIFILM Wako pure 
chemical corporation, Osaka, Japan) for a few minutes. 
These samples were used as the base for the biofilm 
formation.

Since the biofilm in the oral cavity adheres to the tooth 
and mucosal surfaces via the pellicle formed of saliva, 
the simulated tooth and oral mucosa surfaces were also 
coated with saliva in this study. Saliva for coating was 
collected from three healthy volunteers. This sampling 
method was approved by the ethical committee of the 
Tohoku University Graduate School of Dentistry (pro-
tocol number: 2018-3-017) in accordance with the Dec-
laration of Helsinki. Written informed consent was 
obtained from all the healthy volunteers. The saliva was 
centrifuged at 10,000  rpm for 7  min and the superna-
tants were filtrated with a 0.22  μm sterile filter (Millex-
GV Syringe Filter Unit/0.22 μm/gamma sterilized, Merck 
KGaA, Darmstadt, Germany). Both simulated tooth and 
oral mucosa surface models were coated with this filtered 
saliva at 4˚C overnight, and then washed twice softly with 
sterilized physiological saline to remove the saliva.

  Artificial biofilm was formed with Streptococcus 
mutans NCTC 10449 (SM), a representative dental car-
ies-related bacteria known to produce insoluble glucan 
from sucrose and adhere easily and strongly to surfaces. 
SM was maintained on blood agar plate (Nippon BD, 
Tokyo, Japan). For culturing SM and forming biofilm, we 
modified the general culture medium for SM [22, 23] to 
one containing 1.7 % tryptone, 0.3 % yeast extract, 0.5 % 
NaCl, 50 mM potassium phosphate buffer (pH 7.0) and 
2 % sucrose (tryptone-yeast extract-sucrose [TYS]).

The simulated tooth surface and oral mucosa mod-
els were immersed into a sterilized glass container filled 
with TYS. Biofilm formation was started by adding 1 % of 
pre-cultured SM, and incubated aerobically at 37 ˚C for 
7days. TYS in the glass container was replace with a new 
one every 24 h. After confirming that biofilm had formed 
on the surfaces, these simulated models were separated 

from TYS and gently washed with sterilized physiological 
saline.

An identical mucosa model without biofilm was pre-
pared for the safety evaluation. Safety for the simulated 
tooth surface (slide glass) is well known, and thus not 
evaluated in this study.

Devices for biofilm removal
The MSM-UNIT and AIRFLOW® Prophylaxis Master 
(EMS Electro Medical Systems SA, Nyon, Switzerland) 
device were used for evaluating effectiveness and safety. 
AIRFLOW was used as a device for comparison, since it 
has acquired clinical approval for use around the peri-
odontal tissue with erythritol powder. Water jet devices 
for the oral region do not have clinical approval as medi-
cal devices in Japan, where their main use is as auxiliary 
cleaning devices. Therefore, AIRFLOW was deemed 
more suitable for the comparison device. We attempted 
to remove the artificial biofilm on the simulated tooth 
and oral mucosa surfaces using each device under the fol-
lowing conditions.

Application of MSM‑UNIT
According to the recommended usage of MSM-UNIT 
[20], water mist was continuously sprayed vertically onto 
the surface of the samples at the same position for 10  s 
with a water flow rate of 10 ml/min, air assist pressure of 
0.2  MPa, and distance from the surface of 10 mm. The 
affected area had a diameter of about 5 cm.

Application of AIRFLOW® Prophylaxis Master
Erythritol powder (AIR-FLOW® Powder Plus; EMS Elec-
tro Medical Systems SA) suitable for the supragingival 
and subgingival area was sprayed continuously onto the 
samples at the same position for 10 s at a water flow rate 
of 10 ml/min, air pressure of 3 MPa, and distance from 
the surface of 5 mm at an angle of 30° to 50°, in accord-
ance with recommended usage. The affected area had a 
diameter of about 5 cm.

Evaluation methods
Effectiveness
Standardized photographs were taken before and after 
treatment by microscope camera (U06; Kenis Co., Ltd., 
Taiwan) in a 2.5 × 3.5 cm region centered on the affected 
area. The imaging area was binarized by setting luminos-
ity from 69 to 255 using image analysis software (DIPP-
Image; DITECT Co., Ltd., Tokyo, Japan) to evaluate the 
effectiveness of biofilm removal. Biofilm adhesion area 
was calculated and the biofilm removal rates (%) deter-
mined through the following formula: (1 – biofilm adhe-
sion area after spraying/ biofilm adhering area before 
spraying) × 100. The biofilm removal rate was compared 
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between samples, using t-test for statistical comparisons. 
Differences were considered significant at p < 0.05.

Safety
Damage to the samples without biofilm were evaluated 
by scanning electron microscope (SEM) (SU500; Hitachi 
High-Tech Corp., Tokyo, Japan). Surface roughness (Ra) 
was calculated using the SEM analysis software (OIM 
EBSD System; AMETEK, Inc., Kent, OH, USA). Ra was 
measured at three locations for each sample. Ra of the 
non-affected area (control), MSM-UNIT affected area, 
and AIRFLOW affected area were compared. Dunnett’s 
test was used for statistical comparisons. Differences 
were considered significant at p < 0.05.

Results
Effectiveness
Effectiveness evaluations are shown in Fig. 2. The removal 
rate of biofilm (mean ± SD %) by the MSM-UNIT was 
60.0 ± 12.8 % on slide glass, 68.3 ± 6.6 % on Sofreliner, and 
71.2 ± 3.4 % on Toughsilon. The removal rate of biofilm by 
AIRFLOW was 32.5 ± 9.9 % on slide glass, 51.8 ± 8.5 % on 
Sofreliner, and 48.5 ± 8.3 % on Toughsilon. The removal 
rates on slide glass and Toughsilon by the MSM-UNIT 
were higher than that by AIRFLOW (p < 0.05). Removal 
rates of biofilm on Sofreliner showed no significant dif-
ference between the two devices.

Safety
SEM images are shown in Fig. 3. Simulated oral mucosa 
of Sofreliner and Toughsilon treated using AIR-
FLOW showed rough surfaces with large damaged 
spots, whereas those using MSM-UNIT had relatively 
smooth surfaces only with small damaged spots. The 
Ra of the control area was 58.7 ± 0.7  μm on Sofreliner 
and 65.5 ± 0.9  μm on Toughsilon. The Ra of the MSM-
UNIT treated area was 57.0 ± 8.1  μm on Sofreliner and 
66.2 ± 8.1  μm on Toughsilon (Table  1). The Ra of the 
AIRFLOW treated area was 66.2 ± 7.3  μm on Sofre-
liner and 90.2 ± 23.5  μm on Toughsilon. The Ra of the 
AIRFLOW treated area on Toughsilon was significantly 
larger than that of the control. In contrast, Ra of the con-
trol showed no significant difference to the MSM-UNIT 
or AIRFLOW treated areas on Sofreliner.

Discussion
This study indicates that the MSM-UNIT was effective 
for the removal of biofilm on the simulated tooth sur-
face and oral mucosa. The high removal rate achieved by 
the MSM-UNIT is partly explained by the spray direc-
tion of water droplets onto the substrate and the behav-
ior of water after the collision with the substrate. Since 
the MSM-UNIT sprayed relatively perpendicular to the 

substrate, the water droplets colliding with the substrate 
spread circumferentially and pushed the biofilm aside in 
various directions. In contrast, the AIRFLOW powder 
was sprayed at an angle of nearly 45°, and pushed the bio-
film aside in only one direction.

Biofilm removal is achieved by high flow shear stress 
levels that exceed the adhesion strength of the biofilm 
[24]. Previous studies showed that 5–12 Pa of shear stress 
is required for removal of non-dental biofilms [24, 25]. 
The thick biofilm formed by S. mutans can be removed 
by relatively a low shear stress of about 2  Pa [26]. The 
shear stress generated by the MSM-UNIT was estimated 
at 10.5 kPa, which is adequate to remove dental biofilm. 
Additionally, the main mechanism of biofilm removal 
for the MSM-UNIT was the impact of droplets displac-
ing the plaque, the pressure of which was estimated at 
2 ×  108  Pa [20], greatly exceeding the required shear 
stress. Therefore, the MSM-UNIT has sufficient capacity 
to remove biofilm.

The AIRFLOW device caused cracks and powder 
deposits on the simulated oral mucosa as shown in Fig. 3. 
The Ra of the AIRFLOW treated area for Toughsilon was 
significantly larger than that of the control, while that for 
Sofreliner did not significantly differ. Since Toughsilon is 
softer than Sofreliner, the surface of Toughsilon was dam-
aged by AIRFLOW treatment, resulting in an increase in 
Ra. On the other hand, the MSM-UNIT caused only few 
cracks on the simulated oral mucosa, and no significant 
differences in the Ra of the MSM-UNIT treated area for 
Sofreliner and Toughsilon were found compared to the 
controls. Therefore, the MSM-UNIT was demonstrated 
to be safer for use on oral mucosa than air abrasion 
devices such as AIRFLOW.

Effective oral care reduces the incidence of aspira-
tion pneumonia in nursing homes and hospitals [3–6]. 
Candida-associated denture stomatitis is a frequent oral 
infection that affects up to 60 % of denture wearers and 
causes inflammation of the palatal tissues [27]. Use of a 
sponge brush for oral biofilm removal on oral mucosa 
has been shown to reduce Candida albicans [28]. The 
number of bacteria on the oral mucosa is reduced by 
chlorhexidine gargle [29]. Additionally, bacteria in the 
pharynx are reduced by wiping the oral mucosa with 
a sponge brush soaked in chlorhexidine [30]. There-
fore, removal of biofilms on the oral mucosa is definitely 
important for patients in nursing homes and hospitals. 
However, using a sponge brush efficiently requires proper 
technique, and chlorhexidine has adverse effects such as 
allergies, soreness, irritation, mild desquamation, and 
mucosal ulceration/erosions [31]. On the other hand, for 
the MSM-UNIT carries almost no risk of allergies since 
only water is used, leaving only aspiration as a remaining 
concern. Compared to the water flow rate of a turbine of 
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Fig. 2 Simulated tooth and mucosa model with biofilm before and after spraying by AIRFLOW and MSM-UNIT. Photographs before and after the 
binarization are shown
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60–70 ml/min, the rate of the MSM-UNIT is much lower 
(10 ml/min), and so can be used safely with a usual suc-
tion device.

New methods for removing oral biofilm using plasma 
jet [32], ultrasonic activated water [33, 34], and water 
jet [8] have been shown to be effective. However, appli-
cation of these devices is limited only to teeth, and the 
effect on the oral mucosa is unknown. The present study 
thus adopted air-polishing devices for comparison, which 
use glycine powder to remove biofilm in the gingival area 
[35]. Patients report high satisfaction from these devices 
[36]. Correct use does not cause harmful effects to the 
oral mucosa [37]. However, the simulated mucosa mate-
rial employed in this study, which was softer than the oral 
mucosa, suffered slight damage using Erythritol powder. 
Additionally, much powder is consumed by these devices 
and extraoral suction is required. On the other hand, the 
MSM-UNIT did not affect the simulated mucosa, and 
so is a simpler and safer method for the removal of oral 
biofilm. The MSM-UNIT can be used for elderly people 
and patients in nursing homes and hospitals, who are 

expected to increase worldwide in the future, and also 
enables comprehensive plaque removal from the oral 
mucosa. However, in this study, a simulated mucosa with 
similar hardness to the oral mucosa was selected, and 
its water retention rate differed to that of the actual oral 
mucosa. In addition, the artificial biofilm on oral mucosa 
was slightly different to actual oral biofilm, so more 
detailed evaluation is needed. Therefore, as a next step 
clinical study will confirm the safety and effectiveness of 
the MSM-UNIT.

Conclusions
  The MSM-UNIT was able to remove artificial biofilm on 
both simulated tooth surface and simulated oral mucosa, 
with higher efficiency and safety than an AIRFLOW 
device. Further human studies including clinical trials 
are needed to assess the effectiveness and safety of the 
MSM-UNIT for use in patients during nursing care and 
the perioperative period.

Fig. 3 SEM images of Sofreliner and Toughsilon simulated oral mucosa, control and after 10 s treatment by AIRFLOW and MSM-UNIT

Table 1 Biofilm removal rate and surface roughness using AIRFLOW and MSM-UNIT

Values are mean ± SD. The biofilm removal rate of the MSM-UNIT was significantly different to that of AIRFLOW (*p < 0.05). The surface roughness of AIRFLOW for 
Toughsilon was significantly larger than that of the MSM-UNIT (*p < 0.05). The surface roughness of the AIRFLOW treated area for Toughsilon was significantly larger 
than that of the control

Device N Biofilm removal rate (%) Surface roughness (µm)

Glass Sofreliner Toughsilon Sofreliner Toughsilon

AIRFLOW 3 32.5 ± 9.9 51.8 ± 8.5 48.5 ± 8.3 66.2 ± 7.3 90.2 ± 23.5*

MSM-UNIT 3 60.0 ± 12.8* 68.3 ± 6.6 71.2 ± 3.4* 57.0 ± 8.1 66.2 ± 8.1
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Abbreviations
MSM-UNIT: Micro Scale Mist UNIT; Ra: Arithmetic average roughness; SEM: 
Scanning electron microscope; TYS: Tryptone-yeast extract-sucrose.

Acknowledgements
We are deeply grateful to Prof. Maruyama (National Institute of Technology, 
Hachinohe College), Prof. Y. Iga, Prof. J. Ishimoto, Prof. M. Ohta, Prof. T. Sato, 
Dr. J. Okajima, Dr. S. Uehara, Mr. S. Moriya (Institute of Fluid Science, Tohoku 
University), Dr. K. Ezoe and Dr. S. Sato (Tohoku University Graduate School of 
Dentistry) for helpful discussions.

Authors’ contributions
Protocol design: H. Hihara, R. Tagaino, J. Washio, K.Laosuwan, D.P. Wicaksono, N. 
Takahashi, K. Sasaki. Data acquisition: H. Hihara, R. Tagaino, J. Washio, R. Koide, 
K. Izumita. Data analysis: H. Hihara, R. Tagaino, R. Koide, K. Izumita. Draft manu-
script: H. Hihara. R. Tagaino, J. Washio. Revision of manuscript: N. Takahashi, K. 
Sasaki. All authors read and approved the final manuscript.

Funding
This work was supported by Japan Agency for Medical Research and Develop-
ment (AMED) Grant Number JP 19he1302008, J. MORITA MFG. CORP (Kyoto, 
Japan), and Japan Society for the Promotion of Science (JSPS) Grants-in-Aid for 
Scientific Research <KAKENHI> Grant Number JP 20K10027.

Availability of data and materials
The datasets used and/or analyzed during the current study are available from 
the corresponding author on reasonable request.

Declarations

Ethics approval and consent to participate
The use of saliva from healthy volunteers was approved by the ethical 
committee of the Tohoku University Graduate School of Dentistry (protocol 
number: 2018-3-017) in accordance with the statement of Helsinki. Written 
informed consent was obtained from all the healthy volunteers.

Consent for publication
Not applicable.

Competing interests
The MSM-UNIT was provided by J. MORITA MFG. CORP. in accordance with 
a joint research contract with Tohoku University, to H. Hihara, J. Washio, N. 
Takahashi and K. Sasaki. Other authors declare that they have no competing 
interests.

Author details
1 Division of Advanced Prosthetic Dentistry, Tohoku University Graduate School 
of Dentistry, 4-1 Seiryo-machi, Aoba-ku, Sendai, Miyagi 980-8575, Japan. 2 Divi-
sion of Oral Ecology and Biochemistry, Tohoku University Graduate School 
of Dentistry, Sendai, Miyagi, Japan. 3 Department of Oral Biology and Oral 
Diagnostic Sciences, Faculty of Dentistry, Chiang Mai University, T. Suthep, A. 
Muang, Chiang Mai 50200, Thailand. 4 Faculty of Dental Medicine, Department 
of Pediatric Dentistry, Universitas Airlangga, St. Mayjen Prof. Dr. Moestopo No. 
47, Surabaya 60132, Indonesia. 

Received: 23 March 2021   Accepted: 25 May 2021

References
 1. Nyvad B, Takahashi N. Integrated hypothesis of dental caries and peri-

odontal diseases. J Oral Microbiol. 2020;12(1):1710953.
 2. Hua F, Xie H, Worthington HV, Furness S, Zhang Q, Li C. Oral hygiene 

care for critically ill patients to prevent ventilator-associated pneumonia. 
Cochrane Database Syst Rev. 2016;10(10):CD008367.

 3. Sjögren P, Wårdh I, Zimmerman M, Almståhl A, Wikström M. Oral care 
and mortality in older adults with pneumonia in hospitals or nursing 

homes: Systematic review and meta-analysis. J Am Geriatr Soc. 
2016;64(10):2109–15.

 4. Yoneyama T, Yoshida M, Ohrui T, Mukaiyama H, Okamoto H, Hoshiba K, 
et al.; Oral Care Working Group. Oral care reduces pneumonia in older 
patients in nursing homes. J Am Geriatr Soc. 2002;50(3):430–33.

 5. Shigeishi H, Ohta K, Fujimoto S, Nakagawa T, Mizuta K, Ono S, et al. 
Preoperative oral health care reduces postoperative inflammation and 
complications in oral cancer patients. Exp Ther Med. 2016;12(3):1922–8.

 6. Liu C, Cao Y, Lin J, Ng L, Needleman I, Walsh T, et al. Oral care measures for 
preventing nursing home-acquired pneumonia. Cochrane Database Syst 
Rev. 2018;9(9):CD012416.

 7. Kaneoka A, Pisegna JM, Miloro KV, Lo M, Saito H, Riquelme LF, et al. 
Prevention of healthcare-associated pneumonia with oral care in indi-
viduals without mechanical ventilation: a systematic review and meta-
analysis of randomized controlled trials. Infect Control Hosp Epidemiol. 
2015;36(8):899–906.

 8. de Lacerda Vidal CF, Vidal AK, Monteiro JG Jr, Cavalcanti A, Henriques APC, 
Oliveira M, et al. Impact of oral hygiene involving toothbrushing versus 
chlorhexidine in the prevention of ventilator-associated pneumonia: a 
randomized study. BMC Infect Dis. 2017;17(1):112.

 9. Aas JA, Paster BJ, Stokes LN, Olsen I, Dewhirst FE. Defining the normal 
bacterial flora of the oral cavity. J Clin Microbiol. 2005;43(11):5721–32.

 10. Ogasawara T, Kawase Y, Isono K, Okada Y, Hashima H, Shen FC, et al. 
Formative factors of membranous substances on dorsum of tongue, 
teeth, buccal mucosa in elderly persons requiring nursing care. Jpn J 
Geriatrics. 2014;29(1):1120 (in Japanese).

 11. Kawase Y, Ogasawara T, Kawase S, Wakimoto N, Matsuo K, Shen FC, 
et al. Factors affecting the formation of membranous substances in 
the palates of elderly persons requiring nursing care. Gerodontology. 
2014;31(3):184–193

 12. Shen FC, Ogasawara T, Shinotsuka K, Miyahara K, Isono K, Mochiduki N, 
Matsumura K et al. Histopathological evaluation of oral membranous 
substance in bedridden elderly persons without oral intake in Japan. 
Gerodontology. 2019;36(1):63–70.

 13. Kato K, Tamura K, Nakagaki H. Quantitative evaluation of the oral 
biofilm-removing capacity of a dental water jet using an electron-probe 
microanalyzer. Arch Oral Biol. 2012;57(1):30–5.

 14. Weaks LM, Lescher NB, Barnes CM, Holroyd SV. Clinical evaluation of the 
Prophy-Jet® as an instrument for routine removal of tooth stain and 
plaque. J Periodontol. 1984;55(8):486–8.

 15. Petersilka GJ, Tunkel J, Barakos K, Heinecke A, Häberlein I, Flemmig TF. 
Subgingival plaque removal at interdental sites using a low-abrasive air 
polishing powder. J Periodontol. 2003;74(3):307–11.

 16. Petersilka GJ, Steinmann D, Häberlein I, Heinecke A, Flemmig TF. Sub-
gingival plaque removal in buccal and lingual sites using a novel low 
abrasive air-polishing powder. J Clin Periodontol. 2003;30(4):328–33.

 17. Petersilka GJ, Faggion CM Jr, Stratmann U, Gerss J, Ehmke B, Haeberlein 
I, et al. Effect of glycine powder air-polishing on the gingiva. J Clin Peri-
odontol. 2008;35(4):324–32.

 18. Moëne R, Dècaillet F, Andersen E, Mombelli A. Subgingival plaque 
removal using a new air-polishing device. J Periodontol. 2010;81(1):79–88.

 19. Flemmig TF, Hetzel M, Topoll H, Gerss J, Haeberlein I, Petersilka G. Subgin-
gival debridement efficacy of glycine powder air polishing. J Periodontol. 
2007;78(6):1002–10.

 20. Uehara S, Nakajima T, Moriya S, Maruyama S, Sato T. Removal mechanism 
of artificial dental plaque by impact of micro-droplets. ECS J Solid State 
Sci Technol. 2019:8(2):N20-4.

 21. Hosono Y, Sato Y, Kitagawa N, Shimodaira N, Hara S. Assessment of 
biomechanical characteristic of denture supporting tissue using an 
ultrasonic thickness gage and a tactile sensor. J Jpn Prosthodont Soc. 
2007;51(2):291–9 (in Japanese).

 22. Manome A, Abiko Y, Kawashima J, Washio J, Fukumoto S, Takahashi N. Aci-
dogenic potential of oral bifidobacterium and its high fluoride tolerance. 
Front Microbiol. 2019;10:1099.

 23. Kameda M, Abiko Y, Washio J, Tanner ACR, Kressirer CA, Mizoguchi I, 
Takahashi N. Sugar metabolism of Scardovia wiggsiae, a novel caries-
associated bacterium. Front Microbiol. 2020;11:479.

 24. Ohashi A, Harada H. Adhesion strength of biofilm developed in an 
attached-growth receptor. Water Sci Technol.1994;29(10–11):281–8.



Page 8 of 8Hihara et al. BMC Oral Health          (2021) 21:286 

•
 
fast, convenient online submission

 •
  

thorough peer review by experienced researchers in your field

• 
 
rapid publication on acceptance

• 
 
support for research data, including large and complex data types

•
  

gold Open Access which fosters wider collaboration and increased citations 

 
maximum visibility for your research: over 100M website views per year •

  At BMC, research is always in progress.

Learn more biomedcentral.com/submissions

Ready to submit your researchReady to submit your research  ?  Choose BMC and benefit from: ?  Choose BMC and benefit from: 

 25. Stoodley P, Cargo R, Rupp CJ, Wilson S, Klapper I. Biofilm material proper-
ties as related to shear-induced deformation and detachment phenom-
ena. J Ind Microbiol Biotechnol. 2002;29(6):361–7.

 26. Rmaile A, Carugo D, Capretto L, Aspiras M. De Jager M, Ward M, et al. 
Removal of interproximal dental biofilms by high-velocity water micro-
drops. J Dent Res. 2014;93(1):68–73.

 27. Salerno C, Pascale M, Contaldo M, Esposito V, Busciolano M, Milillo L, et al. 
Candida-associated denture stomatitis. Med Oral Pathol Oral Cir Bucal. 
2011;16(2):e139-43.

 28. Yonezawa H, Takasaki K, Teraoka K, Asaka T, Sato C, Tsuchiya K. Effects of 
tongue and oral mucosa cleaning on oral Candida species and produc-
tion of volatile sulfur compounds in the elderly in a nursing home. J Med 
Dent Sci. 2003;50(1):1–8.

 29. Yadav SR, Kini VV, Padhye A. Inhibition of tongue coat and dental plaque 
formation by stabilized chlorine dioxide vs chlorhexidine mouthrinse: a 
randomized, triple blinded study. J Clin Diagn Res. 2015;9(9):ZC69-74.

 30. Tashiro K, Katoh T, Yoshinari N, Hirai K, Andoh N, Makii K, et al. The short-
term effects of various oral care methods in dependent elderly: compari-
son between toothbrushing, tongue cleaning with sponge brush and 
wiping on oral mucous membrane by chlorhexidine. Gerodontology. 
2012;29(2):e870-82.

 31. James P, Worthington HV, Parnell C, Harding M, Lamont T, Cheung A, et al. 
Chlorhexidine mouthrinse as an adjunctive treatment for gingival health. 
Cochrane Database Syst Rev. 2017;3(3):CD008676.

 32. Jablonowski L, Fricke K, Matthes R, Holtfreter B, Schlüter R, von Woedtke 
T, et al. Removal of naturally grown human biofilm with an atmospheric 
pressure plasma jet: an in-vitro study. J Biophotonics. 2017;10(5):718–26.

 33. Nishikawa T, Yoshida A, Khanal A, Habu M, Yoshioka I, Toyoshima K, et al. A 
study of the efficacy of ultrasonic waves in removing biofilms. Gerodon-
tology. 2010;27(3):199–206.

 34. Howlin RP, Fabbri S, Offin DG, Symonds N, Kiang KS, Knee RJ, et al. 
Removal of dental biofilms with an ultrasonically activated water stream. 
J Dent Res. 2015;94(9):1303–9.

 35. Bühler J, Amato M, Weiger R, Walter C. A systematic review on the patient 
perception of periodontal treatment using air polishing devices. Int J 
Dent Hyg. 2016;14(1):4–14.

 36. Flemmig TF, Arushanov D, Daubert D, Rothen M, Mueller G, Leroux BG. 
Randomized controlled trial assessing efficacy and safety of glycine pow-
der air polishing in moderate-to-deep periodontal pockets. J Periodontol. 
2012;83(4):444–52.

 37. Cobb CM, Daubert DM, Davis K, Deming J, Flemmig TF, Pattison A, et al. 
Consensus conference findings on supragingival and subgingival air 
polishing. Compend Contin Educ Dent. 2017;38(2):e1-4.

Publisher’s Note
Springer Nature remains neutral with regard to jurisdictional claims in pub-
lished maps and institutional affiliations.


	Effectiveness and safety of a new dental plaque removal device utilizing micro mist spray for removing oral biofilm in vitro
	Abstract 
	Background: 
	Methods: 
	Results: 
	Conclusions: 

	Background
	Methods
	Fabrication of artificial tooth and mucosa model
	Devices for biofilm removal
	Application of MSM-UNIT
	Application of AIRFLOW® Prophylaxis Master
	Evaluation methods
	Effectiveness
	Safety


	Results
	Effectiveness
	Safety

	Discussion
	Conclusions
	Acknowledgements
	References


