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Abstract
Background Occlusal force represents masticatory function. Using quantifiable occlusal indicators provides a more 
objective occlusal force evaluation. In the recent dental practice, digital methods such as the Dental Prescale II (DP2, 
GC Corp., Tokyo, Japan) and T-scan (T-Scan III v8; Tekscan Inc.) are commonly used in clinics to evaluate treatment 
outcomes. The T-scan provides the relative bite force (%) compared to the maximal bite force on individual teeth 
or the unilateral arch. The DP2 can quantify occlusal force, measured in newtons (N), on the half arch or the overall 
bite, but it is difficult to identify the bite force on an individual tooth. It is difficult to select a device that fulfils all the 
requirements to record occlusal force. This study aimed to investigate the association between the bite measured by 
the DPS2 and T-scan to determine whether the measured bite force is comparable through calculation.

Methods A total of 80 healthy adults, including 41 women and 39 men with a mean age of 38.2, were requested to 
bite pressure sensitive film sheets ten minutes apart. Linear regression analysis was used to estimate the measured 
bite force by the DP2 and T-scan.

Results There was a significant positive correlation between the occlusal force measured by the DP2 and T-scan 
(P < 0.01) when intercept was equal to zero as confounders were adjused. These results provided the comparability of 
the measured occlusal forces determined by the DP2 and T-scan.

Conclusion The estimated bite force determined by DP2 and T-Scan is convertible using the linear equation from 
this study to increase the value for clinical applications. The estimated bite force from the two quantifiable occlusal 
indicators are comparable. The two commercially available quantifiable occlusal indicators can be fully adapted to all 
clinical requirements according to this result.
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Background
Occlusal force represents the function and efficacy of 
mastication; it has been recorded as a variable to evalu-
ate the outcome of various dental treatments [1]. Accord-
ing to the glossary of prosthodontics terms [2], dental 
occlusion is defined as, “the static relationship between 
the incising or occlusal surfaces of the maxillary or man-
dibular teeth or tooth analogues.” With occlusal stabil-
ity, multiple even contacts are created between the teeth 
and antagonist [3]. The occlusion should be as balanced 
and as stress free as possible. For years, occlusal contacts 
have been registered to determine their exact location 
by various materials and methods. The methods used 
to record occlusal-articulation relations are qualitative 
and quantitative [4]. Articulating papers are a common 
method to determine occlusion in clinical practice, and 
are used to perform occlusal adjustments during prosth-
odontic treatments. However, articulating paper can only 
provide the occlude contact, but not quantify the bite 
force or reveal the sequence of teeth contact [5]. Previ-
ous study indicated that there is no correlation between 
the size of the mark areas and the applied occlusal load 
[6]. Its reliability is often disputed because this indicator 
often produce false positive results or fail to record any 
occlusal contacts [7]. The limitation of this conventional 
occlusal record is the high degree of subjectivity during 
implementation. To measure the occlusal force more 
scientifically, quantifiable occlusal indicators have been 
developed.

This conventional qualitative method contains no sci-
entific association between the depth of the color and the 
mark, the amount of force, the surface area, or the simul-
taneous contact sequence when the results are repre-
sented as a paper mark [8]. The validation for developing 
a quantitative occlusal indicator requires improvement 
of the current inadequacies of conventional qualitative 
registration approaches. In the recent dental practice, 
digital methods can give more accurate and reliable data 
on the registration of occlusal contacts [3]. The quanti-
fiable occlusal indicators used to record bite force have 
a variety of designs and working principles. The differ-
ent analyzing systems can be used to objectively mea-
sure relative or real quantitative occlusal forces, as well 
as the timing or sequence of tooth contact [9]. The Den-
tal Prescale II (DP2, GC Corp., Tokyo, Japan), intro-
duced in 2018, is often used to measure the bite force of 
the entire dentition in clinical practices [10]. Previous 
investigations proposed various viewpoints related to 
the maximum occlusal force by the DP2 that has been 
widely used as an important parameter that can objec-
tively evaluate the masticatory function [11]. Multiple 
investigations performed with the DP2 validated it as a 
reliable and reproducible system [10, 12]. However, that 
does not offer any information about the timing of the 

occlusal contact sequence, or the temporal sequence of 
the bite force buildup. The T-scan (T-Scan III v8; Tekscan 
Inc.) is an accurate and reliable digital dynamic occlusal 
analysis to objectively estimate occlusal contact [13]. The 
T-scan can only reveal the relative bite force compared to 
individual maximal occlusal force, which is represented 
as a percentage (%). The occlusal contact sequence from 
the first tooth contact to maximum intercuspation is 
recorded, and then played in real-time on the computer 
screen with the intensity of the associated force [13]. In 
a previous study, the T-scan could only be used to com-
pare the change of occlusion in the same subject because 
it provided the relative occlusal force [5]. The DP2 reveals 
the quantified bite force represented in newtons which 
compares the difference of occlusal forces between sub-
jects, but it cannot reveal the sequence and timing of 
tooth contact. It is difficult to select a device which fulfils 
all the requirements to record occlusal force. Hence, it 
is important to integrate the occlusal analysis from dif-
ferent devices to gain more information. If the measured 
bite force of different quantifiable occlusal indicators can 
be determined through calculation, the value for clinical 
applications can be greatly improved. The study aimed to 
investigate the correlation between the outcomes derived 
from the DP2 and T-scan.

Methods
Patient selection
The participants all had good communication skills and 
cooperated well in this study. All subjects were restricted 
to having good oral functions and displaying healthy peri-
odontal conditions without neuromuscular disorders. 
Their age range was limited between 20 and 65 years-
old. Subjects who had a history of temporomandibular 
disorders, head and neck cancer, stroke, or radiotherapy 
history were all excluded from this study. This study 
was approved by the Ethical Committee of Chang Gun 
Memorial Hospital (201204900B0). The subjects were 
only enrolled in this study after they had understood the 
aim of this investigation and signed the informed con-
sents. We have confirmed all methods were carried out 
in accordance with relevant guideline and regulations in 
the “Ethics approval and consent to participate” section 
under “Declarations”.

Bite force evaluation with Dental Prescale II and T-Scan III
The DP2 consists of a 150 μm thickness pressure-sensi-
tive film sheets comprising three layers of polyethylene 
terephthalate (PET) covering a developer layer and a 
microcapsule layer. The microcapsules vary in size and 
thickness and are filled with color-producing ingredi-
ents that release a dye in response to the applied pressure 
ranging from 10  MPa to 120  MPa [10]. When the film 
sheet takes on occlusal loading force as teeth compress 
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its matrix, the dye reacts with the developer layer to turn 
a red color, where the shade of the color is in propor-
tion to the number of microcapsules breaking under the 
applied pressure. To scan the film after recording, a color 
image scanner analyzer (Bite Force Analyzer; GC, Tokyo, 
Japan) is used to estimate the bite force (N), the occlusal 
contact area (mm2), and the bite pressure (MPa) [12].

The T-scan consists of a hand-held device with a 60 μm 
thick pressure measuring sensor that contains 1,500 
compressible sensitive receptor points made of conduc-
tive ink. When the bite force is applied on the sensor, 
the electrical resistance of the conductive sensor is less-
ened because the force applied compresses the particles 
together to record the quantitative force data. Both the 
accurate and reliable computerized occlusal analysis sys-
tems T-scan III and DP2 were used to estimate the bite 
force. These two occlusal indicators consist of a tactile 
sensor, but the T-scan evaluates the relative level of bite 
force whereas the DPS2 measures the occlusal force in 
newtons. The subjects were asked to sit in a relaxed and 
upright position during occlusal parameter estimation. 
After the participants were familiar with the instructions, 
they were trained to firmly bite down on the sensor to 
reach maximal intercuspation for three seconds [14]. The 
subjects were requested bite the T-scan first then take a 
rest for then minutes then bite the DP2 so that each sub-
ject used both sensors during the same appointment. 
Figure 1 shows the recorded comparison of the occlusal 
indicators on the left and right sides, including the per-
centage of bite force of the maximal occlusal force from 
the T-scan and the quantitative bite force in newtons 
from the DPS2.

Statistical analysis
To provide a desired significant level, effect size, and sta-
tistical power, a power analysis was used to estimate the 
minimum sample size required in this study. The data 
were represented as the mean and standard deviation 
(SD). A linear regression analysis was used to estimate 

the association between the relative bite force of the 
T-scan and the quantitative occlusal force revealed from 
the DPS2. SAS software version 9.4 (SAS Institute, Cary, 
NC) was used for these analyses, and a two-tailed test 
P < 0.05 was considered statistically significant.

Results
A total of 80 participants including 41 women and 39 
men were enrolled in this study. Their ages ranged from 
25 to 45 years (average, 38.2 years). The distribution of 
the occlusal indicators on the right and left sides from the 
DP2 and the T-scan is revealed in Table 1. Based on the 
result of power analysis, to provide significant power the 
predictor variables were adjusted in the linear regression 
model which let intercept be equal to zero. Table 2 indi-
cates the significant linearity between the occlusal force 
over the right and left arches measured by the DP2 and 
T-scan (the linear regression equation of right and left 
sides: y = 25.082x; y = 26.548x, P < 0.01).

Discussion
The clinical concept of occlusion contains dynamic inter-
actions of the mandibular movement and static morpho-
logical teeth contact interactions [15]. Even though there 
are many digital dynamic occlusal indicators to measure 
the bite force in the clinic, each quantitative occlusal ana-
lyzer has different limitations. The connection of the data 
as measured by different equipment to achieve maximal 
benefit is an important issue. This study preliminarily 
revealed the closely correlation between the DP2 and 
T-scan measurements. This study presented the close 
association between the occlusal analysis results from 
the DPS2 and the T-scan, and revealed the linear regres-
sion equation of these two occlusal indicators. The clini-
cal significance of these results is that the data from these 
two occlusal analyzers can be used interchangeably to 
increase the value for clinical applications.

All disciplines of dentistry require that the Clini-
cians evaluate the articulation of the teeth with respect 
to simultaneous contacts, bite force, and timing. 

Table 1 The distribution of relative and quantitative bite force 
on the right and left side measured by the different occlusal 
indicators
Occlusal 
indicators

Variable Mean SD Median Q1, Q3

DPS2 Right 
force (N)

1317.71 1093.44 989.7 747.2, 
1458.58

Left Force 
(N)

1376.2 899.85 1190.4 581.6, 
2187.9

T-Scan Right 
Force (%)

52.35 21.87 46.24 34.77, 
63.60

Left Force 
(%)

50.17 19.31 56.02 40, 
65.48

Abbreviations: DPS2, Dental Prescale II; SD, Standard Deviation

Fig. 1 The bite force measured by different quantifiable occlusal indica-
tors. The recorded comparison of the occlusal indicators on the left and 
right sides, including the percentage of bite force of the maximal occlusal 
force from the T-scan (A) and the quantitative bite force in newtons from 
the DPS2 (B).
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Conventional occlusal registration technology such as 
articulating paper lacks objective accuracy, reliability, 
and reproducibility [15]. Quantitative occlusal analy-
sis techniques have been developed to overcome these 
limitations, and the DPS2 and T-Scan are the most com-
mon quantitative occlusal indicators used to estimate the 
occlusal relationship [16, 17]. The T-scan is often used to 
estimate the subject’s occlusal force because the T-scan 
system is not able to measure the absolute bite force [15]; 
it only presents the percentage of the bite force com-
pared to the maximal occlusal force. Although the DP2 
quantifies the bite force in newtons on the whole denti-
tion or half arch, it is difficult to identify each individual 
tooth. This occlusal indicator also lacks the dynamic 
tooth contact sequence results so occlusal interference, 
such as premature contact, cannot be detected with this 
equipment. Both the DP2 and T-scan have their advan-
tages and limitations to quantify occlusal force. The chal-
lenge many Clinicians face is the increased chair time 
to be familiar with the quantitative occlusal indicators. 
This study innovatively proposed a positive correlation 
between the measured occlusal forces determined by the 
DP2 and T-scan (Table 2). Through the linear regression 
equation derived from this study, the results data of the 
T-scan can be converted into the bite force represented 
as newtons. The relative bite force estimated from the 
T-scan could be used to compare the occlusal changes 
between the subjects. This investigation provided valu-
able clinical DP2 and T-scan applications. It is hoped that 
quantifiable occlusal force measurements become easier 
to apply and more popular in in the clinic.

This study pilot indicated the significant linearity 
between the quantifiable occlusal measurements of the 
DP2 and T-scan but there are multiple limitations. The 
T-scan can only reveal relative bite force compared to 
the maximal occlusal force on each tooth and half arch. 
It is difficult for the DP2 to identify each tooth contact 
representing an individual tooth. Hence, this study only 
could take the fact that the DP2 and T-scan both measure 
unilateral occlusal force in common so the results only 
could compare the quantified bite force of the right and 
left arch halves. Another limitation is the small sample 
size, which restricts the accuracy of the linear regression 
equation so these results can only compare the correla-
tion of the quantified occlusal forces determined the DP2 

and T-scan. To raise the realism of the linear regression 
equation between these two quantifiable occlusal indica-
tors, further studies need to increase their sample size.

Conclusions
Commercially available quantifiable occlusal indicators 
cannot be fully adapted to all clinical requirements. The 
T-scan provides the relative bite force percentage com-
pared to maximal bite force on individual teeth or the 
unilateral arch. The DP2 quantifies the occlusal force in 
newtons on the half arch or the overall bite but it is dif-
ficult to identify the bite force on an individual tooth. 
There was a significant positive correlation between the 
occlusal force measured by the DP2 and T-scan. It is 
possible to compare the bite force estimated by the DP2 
and T-scan by applying a correction using the regression 
equation obtained in this study. These results provided a 
correlation comparison of the measured occlusal forces 
determined by the DP2 and T-scan. The estimated bite 
force from the two quantifiable occlusal indicators are 
comparable.

Abbreviations
DP2  Dental Prescale II.
PET  polyethylene terephthalate.
SD  standard deviation.
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Table 2 The association between DPS2 and T-Scan with linear regression analysis
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